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Applicant
77597 — &/ =—4/& T
#B 4 H T -RERE | s R K7
Description B LR Manufacturer
L B3R GBI 5RAE)
Model No. LRIl Serial No. HEe4E
¥ B # & iE B #Hj
Received Date 202563 Calibration Date 208202
& (23 +5)°C R R (50 £ 15) 9%RH
Temperature Humidity
BE R
Standards Employed :
W3 BELWH N A %
L.D. No. Description Manufacturer Model No.
Readout, Digital
2073901 Thermometer/Platinum . Rotronic HC2A-S
Resistance Thermometer
X BRI R IE B # % B #A
Cal. Source Report No. Calibration Date Due Date
Rotronic AG S7Z-202510047 V1 2025.1.14 2025913
E YRR RBELHE o kW A%
1.D. No. Description Manufacturer Model No.
M-1384 CO2 {8 33t AZ 11535
R IE AR A 5k K IE B # # % 8 #
Cal. Source Report No. Calibration Date Due Date
National Measurement
Laboratory R.Q.C. |~ 53220086A 2022.8.29 2025.8.28
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Calibration Results :
B
A R 12 & 4E(°C) %~ 1E(°C) £ £4E(°C)
Item Standard Reading Error
1 25.5 25.2 -0.3
B (25°C)
B R | AREM% RH) HE(%RH) | FZMAE(% RH)
Item Standard Reading Error
1 32.5 39.8 T
2 71.6 97.6 26.0
CO, -
B & 12 ¥ 4& (ppm) e RS {E(.f)pm) # 2 {8 (ppm) umeny
Item Standard Reading Error
1 406 395 -11

AL A -
Calibration Remarks :
1.

CO smh#E R © EE%(0 ppm) °

¥z ¥ 4% #F (Environmental Conditions) :
5 & (Temperature) : (23 +5) °C ; 48 # /& & (Relative Humidity) © (50 + 15) %RH

2. BEE=BrEA—BREME
Error=Reading — Standard

3. BorathIeEREMABTZE ) BREAGE IR EFZBERA -
Reading is the device under test (DUT) measurement result; Standard is the working
standard value.

4. REHMERERFTINAREN A REIRELEREH LERENR B ZERMF
This certificate of calibration is valid only to the items calibrated.

5. ABIARAFNFLFEARSENAAERILBARECHE LR ES T LBERE > Ll

ZREBHTENEFERABARZTETHRETRE  ABERFRBITARIR > R
HeBARZESHBAERE -
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This AZ company hereby certifies that the calibrated instrument recorded in the report
has been compared and calibrated with the above listed standards, and the standards can
be traced back to NML/ROC,NIST/USA or other countries.

C ARERBARNNETBEE > AFH AR RBEER - 22 ERI) -
Reproduced certificate of calibration in partial is not effective, and the report is not valid
without an official stamp.




